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GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021041523 1511 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/11/2021 5/13/2021 7:15 5/14/2021 NG 127 PSI 86 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1232.6 BTU/ft3 BTU/ft3 0.996 0.9956 14.696 PSI 60 F 1240.4 BTU/ft3 1219.3 BTU/ft3 14.73 PSI 60 F 0.7987 0.8016 23.136 kg/kmol Passed By Validator Dustin Armstrong 6/21/2021 22:07 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021041967 1603 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/24/2021 5/27/2021 7:33 5/27/2021 NG 130 PSI 85 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1225.4 BTU/ft3 BTU/ft3 0.9961 0.9957 14.696 PSI 60 F 1233 BTU/ft3 1212 BTU/ft3 14.73 PSI 60 F 0.7917 0.7944 22.931 kg/kmol Passed By Validator Dustin Armstrong 5/27/2021 16:46 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021041968 1515 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/25/2021 5/27/2021 7:34 5/27/2021 NG 64 PSI 101 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1335.8 BTU/ft3 BTU/ft3 0.9952 0.9947 14.696 PSI 60 F 1345.4 BTU/ft3 1322.6 BTU/ft3 14.73 PSI 60 F 0.8626 0.8664 24.982 kg/kmol Passed By Validator Dustin Armstrong 5/27/2021 16:48 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042006 1286 Sarge T. Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/27/2021 5/28/2021 7:20 5/28/2021 NG 140 PSI 92.5 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1210 BTU/ft3 BTU/ft3 0.9961 0.9957 14.696 PSI 60 F 1217.6 BTU/ft3 1196.9 BTU/ft3 14.73 PSI 60 F 0.7958 0.7986 23.051 kg/kmol Passed By Validator Dustin Armstrong 5/28/2021 13:31 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042040 43 ST Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/28/2021 5/29/2021 14:41 5/29/2021 NG 137 PSI 92 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1307.9 BTU/ft3 BTU/ft3 0.9953 0.9949 14.696 PSI 60 F 1317.1 BTU/ft3 1294.7 BTU/ft3 14.73 PSI 60 F 0.8571 0.8608 24.829 kg/kmol Passed By Validator Dustin Armstrong 5/29/2021 16:08 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042041 2247 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/29/2021 5/31/2021 12:28 5/31/2021 NG 140 PSI 88 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1264.2 BTU/ft3 BTU/ft3 0.9959 0.9955 14.696 PSI 60 F 1272.3 BTU/ft3 1250.7 BTU/ft3 14.73 PSI 60 F 0.7951 0.7981 23.03 kg/kmol Passed By Validator Dustin Armstrong 5/31/2021 16:44 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042042 2163 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/30/2021 5/31/2021 12:31 5/31/2021 NG 124 PSI 89 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1274.8 BTU/ft3 BTU/ft3 0.9958 0.9954 14.696 PSI 60 F 1283.2 BTU/ft3 1261.3 BTU/ft3 14.73 PSI 60 F 0.8117 0.8148 23.513 kg/kmol Passed By Validator Dustin Armstrong 5/31/2021 16:44 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042043 1699 Sarge T. Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 5/31/2021 6/1/2021 7:24 6/1/2021 NG 128 PSI 82 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1233 BTU/ft3 BTU/ft3 0.996 0.9956 14.696 PSI 60 F 1240.8 BTU/ft3 1219.7 BTU/ft3 14.73 PSI 60 F 0.8017 0.8046 23.219 kg/kmol Passed By Validator Dustin Armstrong 6/1/2021 16:21 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042087 2098 Sarge T. Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/1/2021 6/1/2021 14:43 6/2/2021 NG 139 PSI 91 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1228.1 BTU/ft3 BTU/ft3 0.996 0.9956 14.696 PSI 60 F 1235.9 BTU/ft3 1214.9 BTU/ft3 14.73 PSI 60 F 0.7988 0.8016 23.136 kg/kmol Passed By Validator Dustin Armstrong 6/2/2021 15:32 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042180 10 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/2/2021 6/3/2021 7:40 6/3/2021 NG 128 PSI 100 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1250 BTU/ft3 BTU/ft3 0.9958 0.9954 14.696 PSI 60 F 1258.2 BTU/ft3 1236.8 BTU/ft3 14.73 PSI 60 F 0.8213 0.8244 23.791 kg/kmol Passed By Validator Dustin Armstrong 6/3/2021 15:48 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042339 1722 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/3/2021 6/8/2021 13:59 6/9/2021 NG 137 PSI 86 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1208.4 BTU/ft3 BTU/ft3 0.9962 0.9958 14.696 PSI 60 F 1215.9 BTU/ft3 1195.2 BTU/ft3 14.73 PSI 60 F 0.7849 0.7876 22.733 kg/kmol Passed By Validator Dustin Armstrong 6/9/2021 15:42 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042340 659 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/4/2021 6/8/2021 14:01 6/9/2021 NG 140 PSI 85 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1210.8 BTU/ft3 BTU/ft3 0.9961 0.9957 14.696 PSI 60 F 1218.3 BTU/ft3 1197.6 BTU/ft3 14.73 PSI 60 F 0.7897 0.7925 22.876 kg/kmol Passed By Validator Dustin Armstrong 6/9/2021 15:47 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042341 1352 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/5/2021 6/8/2021 14:03 6/9/2021 NG 137 PSI 89 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1200.2 BTU/ft3 BTU/ft3 0.9962 0.9958 14.696 PSI 60 F 1207.5 BTU/ft3 1187 BTU/ft3 14.73 PSI 60 F 0.7835 0.7862 22.696 kg/kmol Passed By Validator Dustin Armstrong 6/9/2021 15:45 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042342 1601 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/6/2021 6/8/2021 14:21 6/9/2021 NG 133 PSI 87 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1203 BTU/ft3 BTU/ft3 0.9962 0.9958 14.696 PSI 60 F 1210.4 BTU/ft3 1189.8 BTU/ft3 14.73 PSI 60 F 0.7841 0.7867 22.71 kg/kmol Passed By Validator Dustin Armstrong 6/9/2021 15:48 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042365 1889 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/9/2021 6/10/2021 7:34 6/10/2021 NG 139 PSI 84 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1199.5 BTU/ft3 BTU/ft3 0.9961 0.9957 14.696 PSI 60 F 1207 BTU/ft3 1186.4 BTU/ft3 14.73 PSI 60 F 0.7937 0.7965 22.991 kg/kmol Passed By Validator Dustin Armstrong 6/10/2021 15:50 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042387 1850 Sarge T. Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/10/2021 6/11/2021 7:41 6/11/2021 NG 137 PSI 78 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1218.3 BTU/ft3 BTU/ft3 0.9961 0.9957 14.696 PSI 60 F 1225.9 BTU/ft3 1205 BTU/ft3 14.73 PSI 60 F 0.7923 0.7951 22.95 kg/kmol Passed By Validator Dustin Armstrong 6/14/2021 8:46 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042412 33 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/12/2021 6/14/2021 7:16 6/14/2021 NG 146 PSI 86 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1237.2 BTU/ft3 BTU/ft3 0.9959 0.9954 14.696 PSI 60 F 1245.2 BTU/ft3 1224.1 BTU/ft3 14.73 PSI 60 F 0.8161 0.8191 23.639 kg/kmol Passed By Validator Dustin Armstrong 6/14/2021 18:35 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042413 964 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/11/2021 6/14/2021 7:18 6/14/2021 NG 142 PSI 93 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1243.6 BTU/ft3 BTU/ft3 0.996 0.9955 14.696 PSI 60 F 1251.4 BTU/ft3 1230.3 BTU/ft3 14.73 PSI 60 F 0.8 0.8029 23.173 kg/kmol Passed By Validator Dustin Armstrong 6/14/2021 18:33 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042424 664 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/13/2021 6/14/2021 9:05 6/14/2021 NG 129 PSI 91 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1217.6 BTU/ft3 BTU/ft3 0.9961 0.9956 14.696 PSI 60 F 1225.2 BTU/ft3 1204.5 BTU/ft3 14.73 PSI 60 F 0.799 0.8018 23.144 kg/kmol Passed By Validator Dustin Armstrong 6/14/2021 18:35 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042437 1869 Sarge T Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/14/2021 6/14/2021 15:56 6/17/2021 NG 139 PSI 89 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1248.2 BTU/ft3 BTU/ft3 0.9958 0.9954 14.696 PSI 60 F 1256.3 BTU/ft3 1235 BTU/ft3 14.73 PSI 60 F 0.819 0.8221 23.722 kg/kmol Passed By Validator Dustin Armstrong 6/18/2021 14:59 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042456 2014 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/8/2021 6/15/2021 8:04 6/17/2021 NG 136 PSI 87 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1220.3 BTU/ft3 BTU/ft3 0.996 0.9956 14.696 PSI 60 F 1228 BTU/ft3 1207.1 BTU/ft3 14.73 PSI 60 F 0.8076 0.8105 23.391 kg/kmol Passed By Validator Dustin Armstrong 6/18/2021 14:58 Close enough to be considered reasonable.
GAS 11782G 5300250178 Salado Draw 19-2 ft ft Laboratory Services 2021042484 1512 L Nelson Chevron Usa, Inc.  USA  USA  USA  NM  New Mexico 6/7/2021 6/15/2021 11:28 6/17/2021 NG 128 PSI 111 F lb/gal lb/ft3 PSI ft3/gal lb/ft3 BTU/GAL 1230.5 BTU/ft3 BTU/ft3 0.996 0.9956 14.696 PSI 60 F 1238.3 BTU/ft3 1217.3 BTU/ft3 14.73 PSI 60 F 0.8043 0.8072 23.298 kg/kmol Passed By Validator Dustin Armstrong 6/18/2021 14:58 Close enough to be considered reasonable.



AnalStatusReasonNote Composition Units Hydrogen Helium Nitrogen Oxygen Carbon Dioxide Hydrogen Sulfide Methane Ethane Propane Isobutane n-Butane Isopentane n-Pentane Hexanes/Mol_%_C6s Heptanes/Mol_%_C7s Mol_%_C8s Mol_%_C9s Mol_%_C10s Mol_%_C11s Mol_%_C12s Mol_%_C13s Benzene Toluene Ethylbenzene M+P XYLENES o-Xylene 2-methylpentane 3-methylpentane Notes Viewer Status
OK Mol % 1.608 5.199 0.0002 72.2208 10.717 5.793 0.752 1.843 0.473 0.516 0.416 0.257 0.097 0.014 0.003 0.003 0.002 0.03 0.043 0.003 0.008 0.002
OK Mol % 1.741 4.963 0.0001 73.0399 10.304 5.583 0.733 1.787 0.455 0.491 0.433 0.265 0.088 0.013 0.007 0.008 0.002 0.033 0.043 0.002 0.007 0.002
OK Mol % 1.535 5.052 0.0001 66.6969 12.374 8.014 1.066 2.603 0.632 0.658 0.511 0.389 0.195 0.049 0.024 0.015 0.008 0.05 0.093 0.007 0.022 0.006
OK Mol % 1.731 5.851 7.50E-05 72.332925 10.19 5.704 0.749 1.82 0.421 0.458 0.381 0.212 0.063 0.011 0.006 0.008 0.001 0.024 0.027 0.002 0.006 0.002
OK Mol % 1.439 5.913 7.50E-05 67.878925 11.019 7.109 1.059 2.777 0.749 0.839 0.624 0.37 0.1 0.013 0.007 0.008 0.002 0.039 0.04 0.002 0.009 0.003
OK Mol % 1.508 3.8 0.0001 72.1529 11.53 6.357 0.843 2.063 0.478 0.517 0.397 0.221 0.063 0.009 0.001 0.001 0.004 0.023 0.025 0.001 0.005 0.001
OK Mol % 1.534 4.372 0.0001 71.3169 11.195 6.319 0.872 2.19 0.562 0.624 0.504 0.312 0.105 0.012 0.002 0.003 0.002 0.029 0.036 0.002 0.006 0.002
OK Mol % 2.219 4.977 0.0001 71.4489 10.81 6.011 0.801 1.97 0.475 0.516 0.314 0.289 0.126 0.003 0 0 0 0.018 0.022 0 0 0
OK Mol % 1.64 5.37 0.0001 72.0239 10.678 5.906 0.775 1.9 0.459 0.482 0.364 0.221 0.083 0.017 0.005 0 0.004 0.024 0.034 0.003 0.009 0.002
OK Mol % 1.571 5.923 0.0001 70.3669 10.71 6.398 0.876 2.128 0.469 0.525 0.49 0.323 0.105 0.014 0.003 0.003 0.001 0.034 0.048 0.002 0.008 0.002
OK Mol % 1.682 5.279 0.0001 72.8649 10.614 5.674 0.724 1.767 0.422 0.448 0.27 0.145 0.047 0.009 0.001 0.002 0.002 0.019 0.021 0.002 0.005 0.002
OK Mol % 1.804 5.392 0.0001 72.8589 10.19 5.62 0.742 1.818 0.441 0.468 0.315 0.176 0.073 0.017 0.007 0.005 0.001 0.024 0.033 0.003 0.009 0.003
OK Mol % 1.852 5.401 0.0001 73.4239 10.047 5.353 0.693 1.671 0.421 0.452 0.317 0.199 0.077 0.014 0.003 0.001 0 0.027 0.035 0.003 0.008 0.002
OK Mol % 1.85 5.326 0.0001 73.3029 10.064 5.466 0.721 1.745 0.451 0.469 0.304 0.17 0.055 0.012 0.002 0.003 0 0.024 0.025 0.002 0.006 0.002
OK Mol % 1.756 6.133 0.0001 72.2899 10.059 5.713 0.756 1.854 0.439 0.47 0.269 0.147 0.049 0.009 0.002 0.002 0.001 0.02 0.022 0.002 0.005 0.002
OK Mol % 1.716 5.326 0.0001 72.3829 10.388 5.965 0.799 1.962 0.445 0.472 0.287 0.159 0.047 0.007 0 0 0 0.02 0.019 0.001 0.003 0.001
OK Mol % 1.748 5.995 0.0001 71.0829 10.064 6.038 0.858 2.168 0.544 0.599 0.426 0.254 0.093 0.02 0.009 0.004 0 0.034 0.044 0.004 0.011 0.004
OK Mol % 1.572 4.886 0.0001 71.8879 10.789 6.198 0.844 2.11 0.511 0.571 0.331 0.183 0.052 0.009 0 0.002 0.003 0.021 0.023 0.002 0.004 0.001
OK Mol % 2.009 5.545 0.0001 72.9719 9.381 5.372 0.75 1.884 0.487 0.562 0.48 0.34 0.112 0.016 0.004 0.002 0.003 0.033 0.036 0.002 0.008 0.002
OK Mol % 1.59 5.859 0.0001 70.3049 10.63 6.518 0.922 2.322 0.557 0.613 0.362 0.213 0.056 0.006 0 0.001 0.001 0.021 0.019 0.001 0.003 0.001
OK Mol % 1.779 6.138 0.0004 71.4076 10.046 5.963 0.831 2.075 0.519 0.569 0.361 0.188 0.053 0.009 0.002 0.002 0.003 0.024 0.022 0.002 0.005 0.001
OK Mol % 1.726 5.557 0.0001 71.8909 10.255 5.86 0.785 1.944 0.555 0.622 0.453 0.203 0.062 0.009 0.002 0.005 0.001 0.03 0.03 0.002 0.006 0.002


